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Status information

///\ Date of last verification Not available
d Meter ==FLEXIM

ion when measuring matters

Type of last verification Not available

Measuring point

Selected measuring point Measuring point A~

Type of verification

@ Installation Predictive maintenance Maintenance change

Header information

Test station Technician FLEXIM field engineer
FLEXIM GmbH
Measuring point A
6721 -72100434
7.42

10/7/2016

Station name Test station

Company FLEXIM GmbH

Notes

11/16/2021 4:52:46 PM
W Within application range

V) Output/loop test
Required

Measuring point parameters

Outer pipe diameter 6200 mm Caliper, 3 points v

Pipe wall thickness 300 mm Ultrasonic probe, 8 points~

Pipe wall material Carbon steel

Fluid Water Confirmed ~

Fluid temp. (operating point) 2000°C

i o T

Transducer serial no. (A CDM1E51

Transducer sound paths (A) 1

Transducer distance )

Optional settings

[[] Show snaps
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FLEXIM

FLEXIM GmbH, Germany
EBiG: +49 3093 66 76 60
info@flexim.de

FLEXIM Austria GmbH
EB1E: +43 33 26 529 81
office@flexim.at

FLEXIM Instruments Benelux B.V.
E81&: +31 10 24 92 333
benelux@flexim.com

FLEXIM France SAS
E81&: +33 4 27 4652 10
info@flexim.fr

FLEXIM Instruments UK Ltd.
E81&: +44 1606 781 420
sales@flexim.co.uk

FLEXIM Middle East
E815: +971 4 884 6506
salesme@flexim.com

FLEXIM India
B315: +91 98114 49285
salesindia@flexim.com

FLEXIM Instruments Asia Pte Ltd.
E818: +65 67 94 53 25
salessg@flexim.com

FLEXIM Instruments China
E315: +86 21 64 95 75 20
shanghai@flexim.com

FLEXIM S.A., Chile
E315: +56 22 32 03 62 80
info@flexim.cl

FLEXIM Service and Support Center
South America, Argentina

E815: +54 11 2120 4500
flexim@escoarg.com.ar
Www.escoarg.com.ar

FLEXIM AMERICAS Corporation, USA
B815E: +1 63 14 92 23 00
salesus@flexim.com

www.flexim.com
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